Contourlet-based active contour model for PET image segmentation

M. Abdoli and R. A. J. O. Dierckx
Department of Nuclear Medicine and Molecular Imaging, University of Groningen, University Medical Center Groningen, Groningen 9700 RB, The Netherlands

H. Zaidia)
Division of Nuclear Medicine and Molecular Imaging, Geneva University Hospital, CH-1211 Geneva, Switzerland; Geneva Neuroscience Center, Geneva University, CH-1205 Geneva, Switzerland; and Department of Nuclear Medicine and Molecular Imaging, University of Groningen, University Medical Center Groningen, 9700 RB Groningen, The Netherlands

(Received 23 April 2013; revised 18 June 2013; accepted for publication 3 July 2013; published 26 July 2013)

Purpose: PET-guided radiation therapy treatment planning, clinical diagnosis, assessment of tumor growth, and therapy response rely on the accurate delineation of the tumor volume and quantification of tracer uptake. Most PET image segmentation techniques proposed thus far are suboptimal in the presence of heterogeneity of tracer uptake within the lesion. This work presents an active contour model approach based on the method of Chan and Vese [“Active contours without edges,” IEEE Trans. Image Process. 10, 266–277 (2001)] designed to take into account the high level of statistical uncertainty (noise) and to handle the heterogeneity of tumor uptake typically present in PET images.

Methods: In the proposed method, the fitting terms in the Chan-Vese formulation are modified by introducing new input images, including the smoothed version of the original image using anisotropic diffusion filtering (ADF) and the contourlet transform of the image. The advantage of utilizing ADF for image smoothing is that it avoids blurring the object’s edges and preserves the average activity within a region, which is important for accurate PET quantification. Moreover, incorporating the contourlet transform of the image into the fitting terms makes the energy functional more effective in directing the evolving curve toward the object boundaries due to the enhancement of the tumor-to-background ratio (TBR). The proper choice of the energy functional parameters has been formulated by making a clear consensus based on tumor heterogeneity and TBR levels. This cautious parameter selection leads to proper handling of heterogeneous lesions. The algorithm was evaluated using simulated phantom and clinical studies, where the ground truth and histology, respectively, were available for accurate quantitative analysis of the segmentation results. The proposed technique was also compared to a number of previously reported image segmentation techniques.

Results: The results were quantitatively analyzed using three evaluation metrics, including the spatial overlap index (SOI), the mean relative error (MRE), and the mean classification error (MCE). Although the performance of the proposed method was analogous to other methods for some datasets, overall the proposed algorithm outperforms all other techniques. In the largest clinical group comprising nine datasets, the proposed approach improved the SOI from $0.41 \pm 0.14$ obtained using the best-performing algorithm to $0.54 \pm 0.12$ and reduced the MRE from $54.23 \pm 103.29$ to $0.19 \pm 16.63$ and the MCE from $112.86 \pm 69.07$ to $60.58 \pm 18.43$.

Conclusions: The proposed segmentation technique is superior to other representative segmentation techniques in terms of highest overlap between the segmented volume and the ground truth/histology and minimum relative and classification errors. Therefore, the proposed active contour model can result in more accurate tumor volume delineation from PET images. © 2013 American Association of Physicists in Medicine. [http://dx.doi.org/10.1118/1.4816296]

Key words: PET, segmentation, active contour, contourlet, anisotropic diffusion filter

1. INTRODUCTION

Accurate delineation of metabolically active regions of tumors is vital for PET-guided radiation therapy treatment planning, clinical diagnosis, tumor growth, and therapy response assessment.\(^1,2\) The accurate definition of the tumor volume is especially important in radiation therapy, since underdosing may cause tumor recurrence and overdosing may lead to severe damage to the surrounding normal tissues.\(^3\) However, segmentation of target volumes on PET images has remained a challenging task for many years, due to the coarse spatial resolution and inherent noisy characteristics of PET images.\(^4,5\)

Numerous PET image segmentation techniques have been proposed during the last few years, with manual delineation still being the most widely used method in the clinic. However, due to its vulnerability with respect to intra- and inter-observer variability and reproducibility, automated and semi-automated segmentation techniques have been promoted as alternative techniques and are generally preferred over the
PET image segmentation techniques are generally categorized in four groups: thresholding techniques, variational approaches, learning methods, and stochastic modeling-based methods. In a recent work, we selected representative methods from each category and compared their relative performance using clinical studies where the 3D contour derived on the macroscopic specimen was used as reference for comparison. Five thresholding techniques, including a fixed percentage of the maximum standardized uptake value (SUV) (Ref. 7) and four adaptive thresholding methods, belonging to the stochastic modeling category were included in this comparative study. It was shown that the FCM-SW approach outperforms the other selected techniques; however, the deformable active contour model also appeared as a potent segmentation technique, provided that appropriate improvements are applied to the method.

The classical active contour model, known as snake, was proposed by Kass et al., where an initial contour around the target deforms and moves toward the desired object’s edges. The deformation of the contour is handled by minimizing an energy functional in such a way that the set of local minima matches the desired features of the image. The energy functional consists of two sets of terms, commonly known as internal and external energies. The internal energy guarantees the smoothness of the contour, whereas the external energy serves to force the contour to move toward the desired features of the image. The traditional snake deforms the contour based on the gradient information and, as such, its performance depends on the position of the initial contour, that is, the initial contour must be located close to the target so that the external energy is strong enough to push the contour toward the object boundaries. Moreover, this model cannot automatically handle the topologic changes of the curve.

Geometric active contour models capable of handling the topological changes were introduced later by Caselles et al. This model utilizes the gradient information of the image to define an edge detector to stop the evolving curve at the object boundaries. The energy functional minimization procedure is carried out using the level set formulation. The region-based active contour models, initially introduced by Mumford and Shah, do not depend on the image gradient. The curve deforms based on global regional information of the image, which leads to outperformance of the model over classical approaches. The region-based active contour technique proposed by Chan and Vese is a reduced form of the Mumford and Shah model, which proved to be efficient in the presence of discontinuities or blurriness across the boundaries.

In this work, an active contour model based on the work presented by Chan and Vese is proposed for tumor volume delineation on PET images. The proposed model aims to handle the high noise characteristics and heterogeneity of tumor uptake to improve the capability of the energy functional in attracting the contour toward the object boundaries and to obtain a smooth surface over the segmented PET volume. We also provide a consensus regarding the choice of the parameters used in the energy functional in order to make the segmentation technique more robust.

2. MATERIALS AND METHODS

2.A. Proposed active contour model

We adopted the Chan-Vese (C-V) energy functional in our proposed active contour formulation owing to its potential to accurately delineate blurred edges. The limited spatial resolution, partial volume effect, and high level of noise of PET images make the edge detection task a very challenging issue, even for a potent region-based segmentation technique such as the C-V active contour method. In order to handle the intrinsic limitations of the energy functional formulation, we modified the fitting terms by introducing two input images. The original PET image, which serves as input to the C-V energy functional, is replaced by the smoothed image and the contourlet transform of the image. The regularizing terms have also been modified to keep the evolving surface as smooth as possible. To achieve this aim, the curvature of the evolving curve substituted the length and area of the curve. In Subsections 2.A.1–2.A.3, each modified term of the energy functional is explained separately.

2.A.1. Anisotropic diffusion filtering

The anisotropic diffusion filter (ADF) is the filter of choice to smooth low count PET images due to its edge-enhancing and intraregional intensity-preserving features, which are crucial for accurate boundary delineation and quantification of PET data. We have applied the ADF model proposed by Perona and Malik, which is defined as follows:

\[ \partial_t I = \text{div}(g(|\nabla I|^2) \nabla I), \]  

where \( I \) is the original image in gray scale, \( \partial_t I \) is the partial derivative of \( I \) with respect to diffusion time \( t \), and \( g \) is the diffusivity function defined as

\[ g(|\nabla I|^2) = \frac{1}{1 + |\nabla I|^2/\lambda^2} \quad (\lambda > 0), \]

where the constant \( \lambda \) is estimated using the noise estimator proposed by Canny.

ADF is a suitable filtering technique for low count PET images which improve their qualitative aspects without impacting their quantitative characteristics. Figure 1(b) illustrates the efficient intraregion smoothing and edge-preserving characteristics of ADF. The smoothed version of the PET image is used as input to the proposed active contour model to enable more accurate delineation of the lesion contours.

2.A.2. Contourlet transform

The contourlet transform of the original image, which is utilized as second input to the fitting terms of the energy functional, provides a multiresolution and directional image expansion using contour segments. Do and Vetterli introduced this transform as an efficient sparse representation of an
image to capture significant features of the object of interest. The wavelet transform also provides an optimal representation for one-dimensional piecewise smooth signals, but in two dimensions, where they are obtained by a tensor product of one-dimensional wavelets, they are only capable of isolating the discontinuities at edge points and fail to realize the smooth nature of the boundaries along the contours.

The contourlet transform uses a wavelet-like transform to detect the discontinuous points on the edges, and then utilizes a local directional transform to link the captured points and detect the contour segments (contourlets). This is done by constructing a double filter bank structure, consisting of a Laplacian pyramid (LP) decomposition followed by a directional filter bank (DFB) image decomposition of each LP scale level. The contourlet transform generates $2^{l_j}$ high frequency images at each LP decomposition level $j$, where $l_j$ is the number of DFB sub-bands. At each finer scale, the number of DFB decomposition levels is doubled and at the finest scale, there are five decomposition levels. Keeping the most significant contourlet coefficients results in improvement for many different applications of contourlet transforms, such as compression, denoising, and feature extraction. It must be noted that the significant coefficients are produced by the contourlets which match both location and direction of the image contours.

Figure 2 represents a schematic illustration of the multiscale and directional decomposition using the contourlet transform. In our experiments, we have opted to truncate the contourlet coefficients to the 200 most significant ones and to reconstruct the image using the selected coefficients, which has resulted in an improved target-to-background ratio [Fig. 1(c)].

2.A.3. Curvature, the regularizing term

The curvature of a curve is used as a measure of the speed in changing direction at a given point. In order to prevent the evolving curve to get a fluctuating shape and to keep it as smooth as possible, we utilized the curvature of the curve as a fitting term in the energy functional. By minimizing the whole energy functional, the curvature will be in essence minimized, leading to a smooth surface over the segmented object.

In 3D, the curvature of a surface defined as a function of location, $f(x, y, z)$, is known as Gaussian curvature $K$,

$$K = \frac{(f_{xx}(f_x^2 + f_z^2) + f_{yy}(f_y^2 + f_z^2) + f_{zz}(f_z^2 + f_x^2) - 2f_{xy}f_xf_y - 2f_{xz}f_xf_z - 2f_{yz}f_yf_z)}{(f_x^2 + f_y^2 + f_z^2)^{3/2}},$$

(3)
where \( f \) and \( f_x \) are the first and second partial derivatives of the curve with respect to the location \((x, y, z)\).\(^{12}\)

### 2.A.4. The energy functional formulation

Classical active contour models construct a stopping edge-function based on the gradient of the image \( I(x, y) \). The stopping function might never reach zero since the discrete gradient is delimited, which might lead the evolving curve to get trapped in local minima states or makes it permeate through the boundary of the object. Unlike traditional active contour models, the C-V method\(^{21}\) does not apply a stopping function at the boundary of the object. Unlike traditional active contour models, the C-V method\(^{21}\) does not apply a stopping function at the boundary of the object.

The energy functional proposed in this work is formulated as follows:

\[
E \left( c_{in}^c, c_{out}^c, c_{in}^c, c_{out}^c, C \right) = \mu . \text{Length} (C) + \nu . \text{Area} (\text{inside} (C))
+ \lambda_{in} \int_{\text{inside}(C)} | I (x, y) - c_{in}^c |^2 dx dy
+ \lambda_{out} \int_{\text{outside}(C)} | I (x, y) - c_{out}^c |^2 dx dy,
\]

where the evolving curve in \( \Omega \) is denoted as \( C \) and is defined as the boundary of an open subset of \( \Omega \), \( c_{in}^c \) and \( c_{out}^c \) are the averages of the image \( I(x, y) \) inside and outside \( C \), respectively, and \( \mu \), \( \nu \), \( \lambda_{in} \), and \( \lambda_{out} \) are positive constants. The first two terms of the functional, known as regularizing terms, measure the length and the area inside the curve, and the last two terms are the fitting terms.

In our proposed energy functional formulation, the C-V regularizing terms are modified to improve the smoothness of the evolving curve. The second term, which calculates the area inside the contour, has been set to zero in the original formulation by Chan and Vese,\(^{21}\) and in our experiments, the first term appeared to be not effectively influencing the curve evolution process. Therefore, these two terms are replaced by a more effective regularizing term, which measures the curvature of the evolving curve, as explained in Subsection 2.A.3. The fitting terms are also modified by replacing the original image by the smoothed version of the image \((F)\) using ADF to handle the noisy characteristics of PET images. An extra input image is also introduced to the fitting terms to enhance the target/background contrast and to improve the edge detection feature of the algorithm. For this purpose, the contourlet transform of the image \((F)\) is used as second input to the energy functional. The original 2D formulation of the energy functional has been properly extended to 3D in order to enable 3D segmentation of the lesion.

The energy functional proposed in this work is formulated as:

\[
E \left( c_{in}^c, c_{out}^c, c_{in}^c, c_{out}^c, C \right)
= \mu . \text{Curvature} (C) + \lambda_{in} \int_{\text{in}(C)} \left[ | I^c (x, y, z) - c_{in}^c |^2 \right] dx dy dz
+ \lambda_{out} \int_{\text{out}(C)} \left[ | I^c (x, y, z) - c_{out}^c |^2 \right] dx dy dz,
\]

where \( c_{in}^c \) and \( c_{out}^c \) are the averages of \( F \) inside and outside the evolving curve \( C \), respectively, \( c_{in}^c \) and \( c_{out}^c \) are the averages of \( F \) inside and outside the evolving curve, respectively, and \( \mu \), \( \lambda_{in} \), and \( \lambda_{out} \) are user-defined positive constants.

The energy functional is minimized by means of the level set formulation.\(^{12}\) The level set formulation represents the evolving curve by the zero level set of a Lipschitz function \( \phi : \Omega \to \mathbb{R} \), in such a way that the function \( \phi \) has a positive value inside and a negative value outside the curve. In the level set formulation the variable \( C \) is replaced by \( \phi \) and, utilizing the Euler-Lagrange equation, the energy functional is minimized with respect to \( \phi \). Therefore, the terms in the energy functional are expressed in the level set formulation as follows:

\[
\text{Curvature} \left( \phi = 0 \right) = \int_{\Omega} \text{div} \left( \frac{\nabla \phi (x, y, z)}{\left| \nabla \phi (x, y, z) \right|} \right) dx dy dz,
\]

\(\text{Fig. 2. Schematic illustration of the contourlet filter bank. LP stands for Laplacian pyramid and DFB stands for directional filter bank.}\)
\[ \int_{\phi > 0} \left[ |I^s(x, y, z) - c_{in}^s|^2 + |I^c(x, y, z) - c_{in}^c|^2 \right] dx \, dy \, dz = \int_{\Omega} \left[ |I^s(x, y, z) - c_{in}^s|^2 + |I^c(x, y, z) - c_{in}^c|^2 \right] \times H(\phi(x, y, z)) \, dx \, dy \, dz, \]
\[ \int_{\phi < 0} \left[ |I^s(x, y, z) - c_{out}^s|^2 + |I^c(x, y, z) - c_{out}^c|^2 \right] dx \, dy \, dz = \int_{\Omega} \left[ |I^s(x, y, z) - c_{out}^s|^2 + |I^c(x, y, z) - c_{out}^c|^2 \right] \times (1 - H(\phi(x, y, z))) \, dx \, dy \, dz, \]

where \( H \) denotes the Heaviside function, defined as
\[ H(u) = \begin{cases} 1 & \text{if } u \geq 0 \\ 0 & \text{if } u < 0 \end{cases}. \]

The energy functional can now be written as follows:
\[ E(\phi) = \mu \int_{\Omega} \left( \frac{\nabla \phi(x, y, z)}{\nabla \phi(x, y, z)} \right) dx \, dy \, dz + \lambda_{in} \int_{\Omega} \left[ |I^s(x, y, z) - c_{in}^s|^2 + |I^c(x, y, z) - c_{in}^c|^2 \right] \times H(\phi(x, y, z)) \, dx \, dy \, dz + \lambda_{out} \int_{\Omega} \left[ |I^s(x, y, z) - c_{out}^s|^2 + |I^c(x, y, z) - c_{out}^c|^2 \right] \times (1 - H(\phi(x, y, z))) \, dx \, dy \, dz. \]

To minimize the energy functional \( E \) with respect to \( \phi \), the Euler-Lagrange equation is used. For this purpose, a dummy time parameter \( t \geq 0 \) is introduced to the level set function \( \phi(t, x, y, z) \) and the Euler-Lagrange equation is written as
\[ \frac{\partial \phi}{\partial t} = \mu \left( \nabla \left( \frac{\nabla \phi}{\nabla \phi} \right) \right) - \delta(\phi) \left[ \lambda_{in} \left( I^s - c_{in}^s \right)^2 + \left( I^c - c_{in}^c \right)^2 \right] + \left( I^s - c_{out}^s \right)^2 - \lambda_{out} \left( I^s - c_{out}^s \right)^2 + \left( I^c - c_{out}^c \right)^2 \right] = 0, \]

where \( \phi(0, x, y, z) = \phi_0(x, y, z) \) defines the initial contour and \( \delta(\phi) \) is the Dirac delta function, defined as the derivative of the Heaviside function with respect to \( \phi \).

We have used the following numerical approximation of the Heaviside function in our formulation:
\[ H_t(x) = \begin{cases} 1 & \text{if } x > \varepsilon \\ 0 & \text{if } x < -\varepsilon \\ \frac{1}{2} \left[ 1 + \frac{x}{\varepsilon} + \frac{1}{\pi} \sin \left( \frac{\pi x}{\varepsilon} \right) \right] & \text{if } |x| \leq \varepsilon. \]

2.A.5. Parameter optimization

As mentioned earlier, the parameters \( \mu, \lambda_{in}, \) and \( \lambda_{out} \) are determined by the user. The proper choice of the parameters is of utmost importance since it can considerably alter the segmentation results. \textit{A priori} knowledge of the factors influencing the performance of the algorithm can lead to better understanding of how the selection of the parameters should be done. It is also essential to recognize the role each parameter plays during the evolution procedure. The parameter \( \mu \) is mainly responsible for normalization of the regularizing term so that its value is within the range of fitting terms. For this purpose, we have experimentally defined an adaptive formulation which calculates the proper value of the parameter \( \mu \),
\[ \mu = 15. \max \{ (I^s - c_{out}^s)^2, (I^c - c_{out}^c)^2 \}. \]

The parameter \( \lambda_{in} \) decides how strongly the internal energy attracts the contour inwards. Therefore, in cases of low tumor-to-background ratios (TBRs), a higher value of \( \lambda_{in} \) is required to attract the contour toward the low-contrast edges. In contrast, \( \lambda_{out} \) modulates the strength of the external energy moving the contour outwards. In cases of high heterogeneity in the lesion uptake, a higher value of \( \lambda_{out} \) is required in order to force the contour toward the boundaries of the lesion.

To get a clear insight into the behavior of the algorithm when \( \lambda_{in} \) and \( \lambda_{out} \) are modified, we have examined the segmentation results by setting one of these parameters to 1 and altering the other successively within the range \([1 \ldots 10]\). Plotting the segmented volume over the parameter values illustrates appropriately how the algorithm behaves when the parameters are modified and guides the user to select the best combination of the parameters under various TBR and heterogeneity conditions.

2.B. Phantom and clinical studies

The performance evaluation of the proposed segmentation technique was performed using a simulated phantom study by means of the 4D extended cardio-torso (XCAT) phantom.34 The phantom was originally designed to allow the user to simulate spherical lesions with homogeneous activity concentration, which does not emulate realistically clinical situations. As such, we followed the procedure proposed by Le Maitre \textit{et al.}35 to simulate an irregular shaped tumor with heterogeneous activity concentration. This realistic tumor simulation consists of the following steps. First, the tumors are manually segmented from a clinical PET dataset and a 3D mesh is constructed over the whole volume using the AMIRA software (http://www.vsg3d.com/amira). Thereafter, since the organs in the XCAT phantom are modeled using nonuniform rational B-spline (NURBS) surfaces, the generated 3D mesh is converted to a NURBS surface using Rhinoceros software (CADDINK, France). The heterogeneity within the tumor is modeled by defining NURBS surfaces of different sizes to which different activity levels are assigned. In our simulation, we have modeled two levels of activity concentration, which was reported to be sufficient for proper modeling of tumors with heterogeneous activity uptake.35 For data simulation, we applied an analytical simulator incorporated within the Software for Tomographic Image Reconstruction (STIR) package.36
The proposed technique was further evaluated using various clinical databases of oncologic FDG-PET images including three head and neck datasets with T3-T4 laryngeal squamous cell carcinoma (Louvain database),37 nine datasets of patients with lung tumors,38 and two datasets of patients with head and neck cancer (University of Turku, Finland).39 For all clinical datasets, except the last group, the 3D contours of the lesions, defined from the histology macroscopic specimen following surgical removal of the tumors, served as reference for evaluation. For the last group of clinical datasets, multiple expert delineations combined with statistical methods (inverse receiver operating characteristic approach) were used to provide a surrogate of the truth.39 Four patients from the Louvain laryngeal carcinoma datasets and one patient from the Louvain lung datasets were discarded from the study owing to unexplained significant mismatch between the hot metabolic activity seen on PET images and the histology contours as reported by the Task Group No. 211 of the American Association of Physics in Medicine (AAPM).40

2.C. Comparative study and evaluation metrics

The proposed segmentation technique was compared with three other segmentation methods, including an adaptive thresholding proposed by Nestle et al.,10 where the threshold is determined based on the mean intensity within the target and the surrounding background, the fuzzy clustering-based approach (FCM),41 and its improved version referred to as FCM-SW, which incorporates spatial information to optimize the objective function with knowledge about spatial constraint and also handles the heterogeneous lesion uptake using the à trous wavelet transform of the image.15

To validate the proposed algorithm and compare its performance to the above referenced techniques, we used various metrics including the mean relative error (MRE) and the spatial overlap index (SOI), as well as the mean classification error (MCE) between the estimated and reference volumes,

\[
\text{MRE} = \frac{\text{mean} \left( \frac{V_{\text{segmented}} - V_{\text{true}}}{V_{\text{true}}} \right) \times 100\%},
\]

\[
\text{SOI} = \frac{2(V_{\text{true}} \cap V_{\text{segmented}})}{(V_{\text{true}} + V_{\text{segmented})}},
\]

\[
\text{MCE} = \frac{(PCE + NCE)}{V_{\text{true}}} \times 100\%,
\]

where \(V_{\text{true}}\) is the true volume belonging to the ground truth/histology, \(V_{\text{segmented}}\) is the segmented volume obtained using the different techniques, PCE and NCE are the positive and negative classification errors, respectively, and \(V_{\text{true}}\)

FIG. 3. Segmented volumes (in cc) for various combinations of the parameters (\(\lambda_{\text{in}}, \lambda_{\text{out}}\)). In the figure caption, P_n stands for the ID of the patient in the Louvain lung dataset, A_n stands for the ID of the patient in the Louvain pharyngolaryngeal carcinoma dataset.

Medical Physics, Vol. 40, No. 8, August 2013
is the number of voxels within the ground truth volume.\textsuperscript{42} The value of SOI varies between 0 and 1, where 0 corresponds to no overlap between the segmented volume and the ground truth and 1 characterizes full overlap between the two volumes.

3. RESULTS

As mentioned earlier, to optimize the parameters $\lambda_{\text{in}}$ and $\lambda_{\text{out}}$ in the energy functional, the performance of the algorithm was experimentally examined by altering one parameter in the range $[1 \ldots 10]$ and setting the other parameter to 1. The optimization procedure was performed on ten selected datasets, which showed better agreement between the ground truth and the visually observed high activity concentration on PET images. Figure 3 presents the results of this examination by plotting the segmented volume in cubic centimeters (cc) versus different combinations of the two parameters. Since the graphs show dissimilar trends in each half of the plot, each region is presented separately in a subplot below the main plot. On the right side of the subplot, the data points from the three datasets with exceedingly increasing values are eliminated for clear observation of the trend in other cases. The strange behavior of these three datasets is understandable as discussed in Sec. 4.

Both subplots shown in Fig. 3 show an approximately linear correlation between the segmented volume and successive alteration of the parameters. However, the slopes of the estimated lines are different. In general, setting $\lambda_{\text{in}}$ to 1 and $\lambda_{\text{out}}$ to a higher value results in a larger segmented volume. This was already expected due to the fact that $\lambda_{\text{out}}$ forces the evolving curve to move outwards and, thus, a higher value of $\lambda_{\text{out}}$ leads to stronger external energy that results in a larger segmented volume. On the other hand, setting $\lambda_{\text{out}}$ to 1 and increasing the value of $\lambda_{\text{in}}$ makes the internal energy stronger which pushes the evolving curve to move inwards and makes the segmented volume smaller.

Based on the ground truth volumes, it was observed that for cases with high TBRs a higher value of $\lambda_{\text{out}}$ is required to obtain a segmented volume which is in close agreement with the true volume. In contrast, those cases presenting with low TBR entail a higher $\lambda_{\text{in}}$ value to reach an acceptable concordance. In the presence of high heterogeneity level in the tracer uptake, $\lambda_{\text{in}}$ is set to 1 and a larger value has to be assigned to $\lambda_{\text{out}}$, whereas low heterogeneity levels require a high $\lambda_{\text{in}}$ value and $\lambda_{\text{out}}$ is set to 1. In our experiments $\lambda_{\text{in}}$ varies within the range $[1 \ldots 3]$, and $\lambda_{\text{out}}$ within the range of $[1 \ldots 6]$, depending on the TBR and the heterogeneity level.

The proposed segmentation technique and the three other methods were applied to the simulated heterogeneous lesion within the XCAT phantom. Figure 4 shows the obtained contours as well as the true contour of the simulated tumor. The quantitative analysis of the results is performed using the previously introduced evaluation metrics. Table I summarizes the segmentation results using the proposed as well as Nestle, FCM, and FCM-SW techniques.

Figure 5 illustrates the segmentation results on a representative slice from the Louvain laryngeal squamous cell carcinoma dataset. The ground truth contour is shown in white, whereas the contours generated by the PET image segmentation techniques are presented in different colors. It can be observed that the proposed and the FCM-SW methods can properly handle the heterogeneity of the lesion uptake. The results of the quantitative analysis of this dataset are presented in Fig. 6, where the segmented volumes are compared to the volume defined on the macroscopic specimen. It can be seen that FCM-SW and the proposed active contour method outperform similarly the other techniques. Although FCM-SW

![Figure 4](image_url)  
**Fig. 4.** Realistic irregularly shaped simulated lesion defined on the XCAT phantom with heterogeneous uptake together with the results using the proposed and commonly used PET image segmentation techniques as compared to the ground truth.
achieves slightly lower mean classification error and spatial overlap index, it must be emphasized that the mean relative error associated with FCM-SW is much higher compared to the proposed active contour model.

The segmentation results of the clinical lung datasets are presented in Fig. 7. The evaluation metrics used for the quantitative analysis are plotted in Fig. 8. It can be observed that our proposed method outperforms noticeably the other techniques for this group of datasets, which is the largest group used in this study. It must be noted that the large error bars in Figs. 6(a) and 8(a) are due to the large variation between lesion sizes and should not be misinterpreted as intrinsic bias induced by segmentation techniques.

Figure 9 represents an example of one clinical study belonging to the head and neck Turku datasets where the contours determined by the segmentation algorithms and the contour defined using the multiple expert delineation approach are shown. Due to the small sample size in this group (only two patients), we did not perform descriptive statistical analysis. Instead, all the evaluation metrics are reported in Table II. It can be seen that in the case of the large lesion (tumor “a”), Nestle’s method performs very well, whereas the evaluation metrics are comparable to those of the active contour model. However, for the small lesion (tumor “b”), the proposed model outperforms significantly the other segmentation techniques.

![Figure 5](image1.png)

**Fig. 5.** Representative clinical PET study from the Louvain pharyngolaryngeal carcinoma dataset and comparison of the results obtained using the proposed and commonly used PET image segmentation techniques with the histology.

![Figure 6](image2.png)

**Fig. 6.** Comparison between segmentation results obtained using the proposed and commonly used PET image segmentation techniques using the Louvain pharyngolaryngeal carcinoma datasets with histology: (a) mean volumes, (b) spatial overlap index, (c) mean relative error (%), and (d) mean classification error (%).
FIG. 7. Representative clinical PET image from the three Louvain lung dataset and comparison of the results obtained using commonly used PET image segmentation techniques with the histology.

(a) Mean volume (ml), (b) spatial overlap index, (c) mean relative error (%), and (d) mean classification error (%).

FIG. 8. Quantitative analysis of segmentation results of the nine Louvain clinical lung datasets obtained using the proposed and commonly used PET image segmentation techniques compared with the histology: (a) mean volumes, (b) spatial overlap index, (c) mean relative error (%), and (d) mean classification error (%).

FIG. 9. Representative clinical PET image from Turku head and neck dataset and comparison of the results obtained using the proposed method and commonly used PET image segmentation techniques with the histology.
TABLE II. Quantitative analysis of segmentation results of the clinical head and neck datasets obtained using the proposed and commonly used PET image segmentation techniques. Tumor (a) indicates the dataset presenting with the large lesion whereas tumor (b) represents the dataset with the small lesion.

<table>
<thead>
<tr>
<th>Segmentation method</th>
<th>Tumor volume (cc)</th>
<th>SOIa</th>
<th>RE (%)</th>
<th>CE (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Tumor a</td>
<td>Tumor b</td>
<td>Tumor a</td>
<td>Tumor b</td>
</tr>
<tr>
<td>Nestle</td>
<td>29.46</td>
<td>5.75</td>
<td>0.76</td>
<td>0.19</td>
</tr>
<tr>
<td>FCM</td>
<td>19.17</td>
<td>1.32</td>
<td>0.60</td>
<td>0.53</td>
</tr>
<tr>
<td>FCM-SW</td>
<td>19.36</td>
<td>1.56</td>
<td>0.60</td>
<td>0.57</td>
</tr>
<tr>
<td>Active contour</td>
<td>30.78</td>
<td>1.22</td>
<td>0.76</td>
<td>0.57</td>
</tr>
<tr>
<td>True volume</td>
<td>29.58</td>
<td>1.15</td>
<td>...</td>
<td>...</td>
</tr>
</tbody>
</table>

*SOI = Spatial overlap index, RE = Relative Error, CE = Classification error.

4. DISCUSSION

This work presents a deformable active contour model for PET tumor volume delineation, which handles appropriately the intrinsic high noise level of PET images and the heterogeneity of the tumor uptake by incorporating prior knowledge regarding the TBR and tumor heterogeneity. It also attempts to preserve the evolving curve as smooth as possible during the contour deformation by minimizing the curvature of the contour. Application of ADF, which is capable of preserving the object’s edges and the mean intensity within the object volume, makes the handling of the high level of noise in PET images feasible without influencing PET quantification. Moreover, integrating the contourlet transform of the image to the energy functional formulation makes the fitting terms more potent in attracting the evolving curve toward the object boundaries due to the enhancement of the TBR.

The proper setting of the parameters \( \lambda_{in} \) and \( \lambda_{out} \) can influence the segmentation results significantly. Therefore, as mentioned in Sec. 1, we attempted to derive a clear and precise consensus of the choice of the parameters. For this purpose, the algorithm was examined by varying the values of one parameter in the range of \([1. . . 10]\), keeping the other parameter values fixed to 1. As can be seen in Fig. 3, the algorithm presents an approximately bilinear behavior. On the left subplot, \( \lambda_{out} \) is set to 1 and \( \lambda_{in} \) is decreasingly altered from 10 to 1. The segmented volume increases linearly with a small slope. A decrease in the values of \( \lambda_{in} \) is equivalent to reducing the power to push the contour inward, meaning that the evolving curve would stop at the borders of a larger volume. The right side subplot follows a similar trend, except that the linear behavior changes with a higher slope. By setting \( \lambda_{in} \) to 1 and increasing the value of \( \lambda_{out} \) from 2 to 10, the contour is forced outwards more strongly. In particular, in cases of low TBRs, an increase in the value of \( \lambda_{out} \) may cause an extraordinary increase of the segmented volume, which is the case for P_04, A_03, and A_12. This is why we have removed those data points on the right side subplot to present the behavior of other datasets more clearly. These results imply that in the case of low TBR, the parameter values must be selected based on the heterogeneity level of the tumor, either from the left side subplot, or \( \lambda_{in} \) must be set to 1 and the value of \( \lambda_{out} \) should not be far from that of \( \lambda_{in} \) to prevent the contour to exceedingly overestimate the volume.

Comparing the segmented volumes with the corresponding ground truth reveals that in the presence of high heterogeneity level in the tracer uptake, a \( \lambda_{in} \) equal to one and \( \lambda_{out} \) equal to or higher than one is required to stop the evolving curve at the right boundary of the object. A higher \( \lambda_{out} \) guarantees the sufficient strength of the external energy to push the contour away from the higher activity foci within the lesion and to move it out toward the correct boundaries of the target. However, when tumor heterogeneity is not pronounced, there is no need for stronger external energy and \( \lambda_{out} \) can conveniently be set to one and a higher value has to be assigned to \( \lambda_{in} \), depending on the TBR level. The cautious selection of the parameters facilitates proper handling of the heterogeneity in tumor uptake.

The TBR level also has a vital role in the selection of parameters. In the presence of high TBR, a high \( \lambda_{out} \) value is required to stop the evolving curve at the right boundary of the object. This is due to the fact that a high TBR makes the internal energy stronger to attract the contour inwards and, as such, more powerful external energy is needed to avoid an underestimated segmented volume. However, in the case of low TBR, a higher \( \lambda_{in} \) is needed to force the contour to move toward the object’s boundary.

The proposed algorithm is compared to three representative PET image segmentation techniques selected from a recent comparative study, particularly those which were shown to outperform commonly used techniques. The quantitative analysis of the various segmentation approaches using phantom and clinical studies revealed that the proposed segmentation technique is superior to the representative methods. The accuracy of the techniques was tested using three evaluation metrics and all of them confirm the superiority of the proposed active contour model. The results demonstrate that among all the tested techniques, the proposed approach achieves the highest overlap between the segmented volume and the ground truth and the lowest mean relative and classification errors. However, in some few cases, the method proposed by Nestle and the FCM-SW technique competes with our method, but ultimately yield comparable results.

The visual assessment of the contours confirms that the algorithm successfully achieves a smooth contour over the segmented volume, which is not normally the case of classical active contour models when the image contains a high level of noise.
5. CONCLUSION

We have presented a deformable active contour model based on the method proposed by Chan and Vese. A consensus was made to choose appropriate parameters for the energy functional to enable the model to handle heterogeneous tumors properly. We have also introduced new inputs to the energy functional to deal with the high levels of noise in PET images and to enhance the edge detection properties of the model. Incorporating the curvature of the evolving curve facilitates achieving a smooth contour over the segmented volume. The evaluation metrics used to quantitatively analyze phantom and clinical studies revealed the superiority of the proposed method over commonly used techniques, since it presents the highest overlap between the segmented volume and the corresponding ground truth and the lowest mean relative and classification errors. Therefore, the proposed active contour model results in more accurate tumor volume delineation from PET images.

ACKNOWLEDGMENTS

This work was supported by the Swiss National Science Foundation under Grant No. SNSF 31003A-135576, Geneva Cancer League, and a research grant from Siemens Healthcare. The authors would like to thank Dr. Tony Shepherd and Professor Heikki Minn (Turku University), Dr. John Lee (Université catholique de Louvain, Belgium) for providing the PET datasets and the AAPM Task group TG211.

---


